CHAPTER

Acoustic Output » Mechanical and
Thermal Indices

The SONOLIMNE Adara ultrasound imaging system incorporales
an output display of Mechanical and Thermal Indices 10 allow
you to moniter, and to imit, the amount of ultrasound enargy
that is transfermed 1o the patient.

NOTE: Inthe United States of Armerca, refer to tha MEDICAL
UL TRASOUIND SAFETY booklat in the Transducar Referonco

Mechanical and Thermal Indices

The system displays the Mechanical and Thermal Indices dunng
real-time imaging, in all imaging modes. when the Mechanical
Index or the Tharmal Indices are equal to or exceed a value

of 0.4,
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Location of mechancal and thermal indices on the image screen.
Indices display in the following abbrewviated forms:

MI:  Mechanical Index

TIB: Bone Thermal Index (fetal application)

TIS: Soft Tissue Thermal Index
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WARNING: Uitrasound procedures should be usad for valid reasons, for
the shortest pericd of tirme, and at the lowest mechanical andfor thammal
index selting nocossary 1o produce chnically acooplablo images.

SONQLINE ADARA INSTREUCTIONS FOR USE
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